ISCOR : E
SUPERV TEST Alcohol {g/210L)

WASHINGTON COUNTY ; :
SHERIFF'S OFFICE 0.15 ; : : — 320
DATAMASTER dmt: 106406 : : Lo ;

Date: 09/14/2020

0,184 ----- Flow Rate(L/M) S 36.0

............... 28,0

OPERATOR NAME: PR S—— ; : ; ! 24.0
CHRISTOPHER J MURRAY : { ; {

Permit #: 46226
Operator Agency/Dept: WASHINGTON CO. 50 0.1
Reference Standard #: 20240

[o I o)z S
Nominal = 0.10 g/210L {
0. 08} T
BLANK TEST 0.00 06:56
INTERNAL STANDARD VERIFIED 06:56
REFERENCE STANDARD TEMP 34.00¢ 0. 04 8.0
REFERENCE STANDARD 0.1¢ 06:57 : :
BLANK TEST 0.00 06:58 0.02 CEEE Sl ettt Aol Rt : 1.0
REFERENCE STANDARD TEMP 34.00c :
REFERENCE STANDARD 0.10 06:58 ’ ; g i
BLANK TEST 0.00 06:59 0.000 5 10 1-5 20 2'5 300’0
REFERENCE STANDARD TEMP 34.00¢ 0.20 ; : : ; : 40.0
REFERENCE STANDARD 0.10 D06:59 Alcohol (g/210L) : E :
BLANK TEST 0.00 07:00 0,180~~~ Flow Rate(L/M) : % 36.0
(o | M— . : {32 0
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